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CATALOGUE. 


AIVXPUTATXnrG,  &.C. 

£.  s.  d. 

Capital  Saw 0 16  6 

Finger  ditto,  straight 0 5 0 

Two  superior  Knives 0 13  0 

Gatlin  0 3 0 

Strong  Screw  Tourniquet 0 7 6 

Bone  Nippers 0 4 6 

Artery  Forceps 0 3 6 

Six  Needles  (improved)  0 2 0 

Tenaculum 0 1 G 

Neat  Mahogany  Case,  lined  with 
velvet  0 18  6 


^3  15  0 


The  above  Case,  with  Liston’s 

Knives  3 15  0 

The  set  of  Amputating  Knives, 
with  shoulders  and  silverferrules 

extra  ..  0 4 6 

Spare  Blade  to  the  Capital  Saw  . . 0 5 0 

Frame  Finger  Saw 0 7 0 


A very  portable  Case  for  the  minor 
operations,  containing 
Two  Bistouries,  Hernia  Knife, 
Aneurismal  Needle,  Tenaculum, 

4 Scalpels,  Dissecting  Forceps, 

Artery  _ditto.  Director,  and 

Needle  in  Ivory 2 2 0 

A 2 
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£.  ».  d. 

More  complete  Cases  of  Instru- 
ments, for  Military  and  Naval 

^ Service,  from  £o.  to 15  0 0 

Assalini’s  Double  Tenaculum 

(improved)  0 10  6 

Chevalier’s  Bullet  Forceps 0 4 6 

Scoop  for  extracting  Balls 0 3 0 

Ligature  Thread per  hank  0 16 

SXSSZCTXrTG. 

Six  Knives,  in  plain  ebon}' handles  0 9 0 

Chain  H[ooks 0 2 0 

One  Pair  of  Scissors 0 2 6 

Forceps  0 2 0 

Silver  Blowpipe 0 2 0 

Mahogany  Case  0 3 6 


£\  1 0 


The  before-mentioned  set  in  plain 
ivory,  or  chequered  ebouy 

handles 1 -1  0 

Ditto  in  chequered  ivory  handles  .17  0 
Silver  name  plate  to  case  ...  .extra  010 
Engraving  name  on  ditto  ....ditto  0 1 0 

Lock  to  case ditto  0 10 

Dissecting  Hook,  in  plain  ebony 

handle 0 1 6 

Ditto,  in  plain  ivory 0 2 0 

Ditto  in  chequered  ivory  0 2 6 

Ditto,  in  chequered  ebony 0 2 0 
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£.  s.  d. 

Elegaut  Russia  or  Morocco  Leather 
Case  for  the  above,  with  lock, 
silver  name  plate,  and  escutcheon  0 8 0 
Ditto,  without  lock 0 7 0 


Case  of  Instruments  for  opening  , 
and  dissecting  the  Head,  con- 
sisting of 

Tripod  1 4 0 

Portable  Saw  and  strong  Knife,  to 

screw  into  one  handle 1 0 0 

Chisel 0 2 0 

'I'wo  Scalpels 0 4 6 

Mahogany  Case 0 9 6 


,£3  0 0 


Very  portable  set  without  tripod, 
for  Post-Mortem  examinations  ..220 
XiZTHOTOlWr. 

Complete  set,  consisting  of 

Three  Cutting  Gorgets 1 10  0 

Two  blunt  ditto 0 12  0 

Four  pair  of  Forceps I 16  0 

Scoop 0 4 6 

Six  Sounds,  male  and  female 0 18  0 

Six  Staffs,  male  and  female 1 1 0 

Two  Blizard’s  Knives 0 8 6 

Two  Scalpels T 0 4 0 

Elegant  mahogany  Case 1-14  0 


£8  8 0 


A 3 


G 

X-  h,  d. 

Assalini’s  improved  Stone  Forceps  0 11  0 

Stanley’s  Gorgets 0 12  0 

Abeniethy,  Cooper,  Cline,  Blick 

and  Hawkins’ ditto each  0 10  0 

Bistoury  Cachee  0 14  0 

Earle’s  Instrument  for  breaking 

the  stone  2 0 0 

New  Instrument  for  dilating  the 

female  Uretha 1 10  0 

Sir  A.  Cooper’s  Instrument  for 
extracting  Calculi  per  Urethram  2 8 0 
miDWIFEHY. 

A set,  consisting  of  Clarke,  Den- 
man, orHaighton’s  Short  Forceps, 

polished  all  over 0 18  0 

Vectis,  with  folding  joint  and  stop  0 14  0 
Clarke’s  crotchet  and  blunt  hook 

united 0 5 6 

Perforator  0 5 0 

Female  Catheter 0 6 0 

Mahogany  Case  0 11  0 


0 0 


Dr.  Conquest’s  Forceps,  long  or 

short : 1 7 0 

Dr. Conquest’s  Craniotomy  Forceps  1 6 0 

Dr.  Davis’s  improved  Forceps. .. . 1 2 0 

Dr.  Davis’s  Forceps,  with  narrow 
Blades,  one  side  of  which  may 
occasionally  be  adapted  to  the 
corresponding  side  of  his  usual 
Forceps  1 4 0 
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£.  s.  (1. 

Dr.  Davis’s  Craniotomy  Forceps . . I 8 0 

Assalini’s  Forceps  1 2 0 

Haighton’s  long  Forceps,  polished 

all  over 1 2 0 

Dr.  Hamilton’s  ditto,  with  folding 

• joint  ill  the  handle  1 4 0 

Denman,  Clark,  or  Haighton’s  short 

Forceps,  polished  blades  only  . . 0 16  0 

Ditto,  covered  all  over 0 15  0 

Vectis,  Crotchet,  and  Blunt  Hook 

to  fit  one  handle  . . 1 2 0 

Common  Blunt  Hook 0 4 6 

Scissor  Perforator 0 10  0 

Holmes’s  improved  Craniotomy 

F creeps  1 11  6 

Denman’s  Crotchet 0 4 0 

Lever  0 9 0 

Box-wood  Pessaries,  circular,  per 

'doz 0 .5  0 

Flat  oval  ditto  (Dr.  Clarkfe’s)  ... . 090 

Denman’s  globular  and  egg-shaped 

ditto 0 18  0 

Pessaries  of  elastic  gum 0 4 0 

Improved  Pump  for  drawing  the 

Breasts Oil  0 

Ditto,  complete,  in  mahogany  case  0 16  0 

Improved  oviform  and  globular 

ditto,  of  elastic  gum  0 4 0 

Silver  Nipple  Shields  each  0 10  6 

Ivory  ditto per  dozen  1 7 0 

Metal  Nipple  Shields 0 12  0 

Box- wood  ditto  0 9 0 
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£.  s.  d. 

Glass  ditto Q 12  0 

Prepared  Calves  Teats 0 8 0 

Glass  Pipe  for  drawing  the  Milk  .018 

Feeding  Bottles  0 3 0 

Silver  Trachea  Pipe  0 4 6 

Dr.  Clarke’s  Double  Catheter  ....  0 9 0 

Single  Female  Catheter,  with  slide 
to  adapt  it  to  a pocket  case  ....  0 7 0 

Dr.  Clarke’s  2-oz.  Uterine  Syringe  0 2 3 
Hemispherical  Glass  Shell  for 

catching  the  Milk  0 1 0 

Elastic  Bottle  for  drawing  the 
Breast  0 7 0 

TOOTH  INSTRUMENTS. 

Fox’s  Tooth  Key,  highly  finished, 

wiih  ebony  handle 0 9 6 

Ditto,  in  best  ivor}'  handles Oil  6 

Ditto  in  ebony,  with  spring  bolt 
for  shifting  the  claws  with 

greater  facility 0 12  0 

Ditto  with  spring  bolt,  in  ivory  ..  0 14  0 

Ditto  with  spring  bolt  and  sprihg 

ivory  handle 0 17  6 

Two  Fox’s  Keys,  large  and  small, 
to  fit  the  same  spring  ivory 

handle,  with  spring  bolt  I 9 

German  Spring  Key.  in  ebony 0 9 6 

Ditto,  in  ivory 0 11  fi 


y 

£.  s.  (I. 

Common  Straight  Tooth  Key 0 6 0 

Forceps,  straight  or  curved 0 ‘2  9 

Cartwright’sForceps,  for  extracting 
the  Molares,  with  springs  4s. 

and 0 5 0 

Punch  for  the  Stumps 0 1 9 

Ditto,  in  ivory 0 4 h 

Rae’s  double  Spring  ditto 0 4 0 

Set  of  4 Scaling  Instruments,  in 

morocco  case 0 10  6 

Set  of  6 ditto  in  ditto 0 15  0 

Single  Scaling  Instrument 0 2 0 

Set  of  of  6 ditto,  to  screw  into  one 
handle,  in  a portable  morocco 

case 0 12  0 

Gum  Lancet,  in  tortoiseshell 

handle 0 2 6 

Morocco  Pouch  for  a set  of  tooth 

Instruments,  with  pockets,  each . 0 3 6 

Common  Leather  ditto 0 2 G 

Ditto,  more  compact,  to  roll  up 
with  a space  for  each  instrument, 

sepa'afe * 0 5 C 

Dentists’ Twist per  hank  0 1 6 

Case  of  Tooth  instruments  com- 
plete, in  F’ouch  to  roll  up 1 4 0 

Ditto,  in  ivory I 10  0 

TnEFHI3fZNG. 

A set,  consisting  of  two  highly- 
finished  Trephines,  with  sliding 
centres I 4 0 
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<£*.  s.  d. 

Key’s  Skull  Saw 0 6 6 

Elevator 0 3 0 

Lenticula 0 3 0 

Scalpel 0 2 6 

Head  Razor 0 4 0 

Double  Skull  Forceps 0 4 6 

Brush  for  cleaning  the  Trephines. . 0 10 

Neat  Mahogany  Case 0 11  6 


£3  0 0 


A more  portable  set,  consisting  of 
a pair  of  Cooper’s  Trephines, 
with  side  teeth  and  spring  socket  1 16  0 

Elevator 0 3 0 

Strong  double-edged  Scalpel 0 2 6 

Key’s  Saw 0 6 6 

Case 0 10  0 


£'2  IS  0 


Portable  pair  of  Trephines,  with 
spring  sockets 1 S 0 

ZtVE  INSTRUMENTS. 

Three  Knives,  in  ivory  handles  .. . 0 10  6 

Silver  Curette  and  hook 0 7 6 

Two  pairs  of  Forceps 0 5 0 

Five  Needles,  in  ivory  handles. .. . 0 17  6 

Adams’s  Silver  Speculum 0 7 0 

'I’wo  pair  of  Scissors 0 12  0 


Case 
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£.  s.  (I. 
. 0 10  6 

dfa  10  0 


Couching  Needles  of  every  des- 
cription, mounted  with  silver,  in 

ebony  handles each  0 3 3 

Ware’s  Stiles  for  Fistula  Lachry- 

raalis ' 0 1 G 

Pipes  for  ditto 0 16 

Anell’s  Silver  Syringe  for  ditto,  in 

case 2 2 0 

Sets  of  Couching  Instruments,  com- 
plete, from dP2.  2s.  to  5 5 0 

Lancet  for  Scarifying  the  Eye  ....  0 2 6 

Common  Silver-wire  Speculum  ...  0 4 G 

.Scissors  for  the  Eye.... 6s.  6d.  and  0 7 0 
Set  of  Instruments  for  Dissecting 

the  Eye 0 IS  0 

Glass  Eye  Bath 0 1 6 

Adam’s  Silver  Speculum,  Solid...  0 11  0 


POCKET  XKSTRUMENTS. 

A complete  set  of  twelve,  consisting  of 

Curved  Scissors each  0 3 6 

Straight  ditto 0 2 6 

Steel  Forceps 0 2 fi 

Two  .Silver  Probes 0 2 4 

Director 0 16 

Abscess  Lancet,  in  shell  scales  .. . 0 2 6, 
Seton  Needle,  in  ditto 0 3 0 
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i..  g.  d. 

Gum  Lancet,  in  shell  scales 0 2 6 

Steel  Spatula 0 1 fi 

Curved  Bistoury,  in  tortoiseshell 

h>ndle 0 3 0 

Straight  do.  in  do.  or  a Tenaculum  0 2 6 

Best  Russia  Leather  or  Morocco 
Case,  with  silver  lock,  pencil, 
and  memoranda  tablets 0 12  6 


df2  0 0 

The  above,  in  silver  mounts 5 0 0 

Set  of  nine  Instruments  in  Russia 

or  Morocco  Case 1 12  0 

A Set  of  seven  ditto 1 4 0 

A very  elegant,  complete,  and 
portable  Set,  consisting  of  three 


spring-back  handles,  containing 


six  Instruments,  viz.  Tenaculum 
and  Gum  Lancet,  two  curved 
Bistouries,  pointed  Bistoury, 

and  double-edged  ditto 1 10  0 

Assalini’s  improved  double  Tena- 
culum   0 10  6 

Scissors 0 2 6 

Silver  Caustic  Case,  gilt  inside. .. . 0 12  0 

Silver  Director 0 3 6 

Scarifying  Lancet 0 2 0 

Steel  Forceps 0 2 6 

Silver  Spatula 0 9 6 

Two  Silver  Probes 0 2 4 

Russia  or  Morocco  Case 0 S 0 
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£.  s.  d. 

Female  Catheter,  with  slide 0 7 0 


18  0 


Two  Gum  Lancets,  in  one  handle  .050 

Ivory  Caustic  Case 0 1 6 

Silver  ditto 0 10  6 

Ditto,  gilt  inside 0 12  0 

Seton  Needle,  for  elastic  tape  ....  0 2 6 

Ditto,  in  shell  scales 0 3 6 

Lancet  for  Children’s  Gunjs,  with 
spring  cheeks  to  protect  the 

tongue 3 5 0 

A very  useful  set  of  three  Gum 
Lancets,  in  the  same  handle... 0 8 0 

CITPPINC. 

Improved  Scarificator,  to  cut  in 
opposite  directions,  highly 

finished 2 0 0 

Lamp 0 3 6 

Six  Glasses 0 7 0 

Spirit  Bottle 0 1 6 

Mahogany  Case 0 11  0 


cf3  3 0 


and  extra  set  of  lancets,  to  cut 

in  opposite  directions 2 15  0 

Plain  Scarificator,  with  ten  lancets  1 12  0 

Ditto,  with  sixteen  lancets 1 1(5  0 

u 
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£.  s.  d. 

Plain  Scarificators,  to  cut  in 

opposite  directions,  ten  lancets . . 2 0 0 

Ditto,  for  the  Temple,  with  four 

lancets 1 8 0 


Air  Pump,  with  six  glasses,  valved 

on  an  improved  plan 1 10  0 

Scarificator 2 0 0 

Mahogany  Case 0 12  0 


,£4  2 0 


Portable  Set  for  the  Temple,  with 
Scarificator,  three  valved  glasses, 
exhausting  syringe,  and  case. .. . 2 13  0 

Cupping  Glasses Is.  to  0 1 6 

Lamp 0 3 6 

Ditto,  plated  with  silver 0 10  0 

Lamp,  with  spout 0 5 6 

Ditto,  plated 0 10  6 

Improved  Ball  Lamp 0 3 6 

BRASS  STRIirCBS, 

FOR  INJECTING  ANATOMICAL  PREPARATIONS, 
WITHDRAWING  POISONS  FROM  THE 
STOMACH,  &C. 

One-oz.  with  four  plain  pipes  and 

stopcocks 1 3 0 

Two-oz.  with  Stop  cock  and  six 

plain  pipes 1 T 0 

Four  oz.  ditto  with  six  ditto 1 12  0 
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Jt.  s.  d. 


Six-oz.  brass  syringe  with  six 

plain  pipes 1 16 

Eight-oz.  ditto  with  eight  ditto. . ..  2 8 

Twelve-oz.  ditto  with  twelve  ditto  3 16 

Stop  pipes each  0 3 

Plain  pipes 0 1 

Glass  Tube  for  injecting  the  Ab- 
sorbents with  Quicksilver,  with 

steel  cock  and  two  pipes 1 4 

Morocco  Case  for  ditto 0 4 

Large  Brass  Ear  Syringe 

(Abemethy’s) 0 15 

Small  ditto 0 13 

Improved  Apparatus  for  with- 
drawing Poisons  from  the 
Stomach,  for  administering 
Enemas,  &c.  in  mahogany  case 
complete 3 0 

PEWTEB.  STB.XNGES  AN1> 
CXiTSTER  APPARATUS- 

Small  Urethra  and  Ear  Syringes 

two-dr per  doz.  0 4 

Middle  size  Urethra  or  jj-oz,  ditto.  0 5 

Large  size  ditto,  or  1-oz 0 6 

Female  Syringe,  J-oz 0 5 

Ditto,  1-oz 0 7 

Ditto,  2-oz 0 12 

Ditto,  (Dr.  Clarke’s)  2-oz.  with 

curved  lube 1 7 

Ditto  Pipe,  with  Dr.  Conquest’s 

Curve 

u 2 


O 

0 

0 

6 

6 

0 

0 

0 

0 

0 

0 

0 

0 

6 

0 

0 

0 

6 


0 


2 
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£.  s.  (1. 


Improved  Throat  Syringe 0 2 0 

Self-injecting  Ear  Syringe,  1-oz. 

each 0 1 0 

French  Syringe,  1-oz ...  .per  doz.  0 10  0 
Two-oz.  Syringe,  for  Veterinary 

Purposes 1 4 0 

One-oz.  ditto  0 12  0 

Two-oz.  Ear  Syringe,  common  pipe  0 12  0 
Pint  Clyster  Syringe,  with  square 

pipe  in  the  handle each  0 6 3 

Ditto  ditto,  half-pint 0 5 3 

Ditto  ditto,  quarter-pint 0 4 3 

Pint  Clyster  Sjriuge,  with  self- 

injecting  pipe 0 10  6 

Ditto,  in  mahogany  case,  valved 

with  leather 0 17  0 

Ditto,  of  Britannia  metal,  very  light 

and  portable 1 1 0 

Half-pint  Clyster  Syringe,  with 

self-using  pipe 0 9 6 

Ditto  in  mahogany  case 0 15  6 

Very  portable  Brass  Syringe,  for 

Enemas 1 15  0 

Quart  Clyster  Syringe,  for  horse,,  0 12  0 

Three-pint  ditto 0 18  0 

Two-quart  ditto 14  0 


EXASTIC  CTTK  CXTSTER 
APPARATUS. 

Urethra,  with  ivory  mount. .per  doz.  14  0 

Two-oz.  ditto ditto  17  0 

Female  ditto,  2-oz each  0 3 6 
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£. 

, A*. 

d. 

Female  Urethra,  larger. .from  4s.  to 

0 

7 

0 

Elastic  Ear  Syringe,  ivory  mount. 

0 

3 

0 

Ditto,  Clyster  Syringe,  4-oz..each 

0 

4 

0 

Ditto  6-oz 

0 

5 

0 

Ditto 8-oz 

0 

5 

6 

Ditto 12-oz 

0 

6 

6 

nifto Ifi-oz 

0 

7 

0 

Elastic  Clyster  Syringe,  12-oz. 

with  stop-cock  and  two  pipes... 

0 

10 

0 

Ditto 16-oz.  ditto. 

0 

12 

6 

Ditto,  with  stop  cock  and  self-using 

pipe 

0 

15 

6 

Ditto  complete,  in  mahogany  case. 

1 

2 

0 

Bottle  for  Hydrocele,  with  stop 

cock 

0 

7 

0 

Ditto,  with  Trocar  and  Canula. . . . 

0 

18 

0 

Ditto,  with  ditto,  in  mahogany  case 

1 

0 

0 

BONE  SYBZKGES,  CLYSTER 

FIFES, 

£ec. 

Ounce  Bone  Syringes.. .'.  .per  doz. 

0 

7 

0 

Half-ounce  ditto 

0 

4 

0 

Female  ditto,  ounce 

0 

7 

0 

Ditto,  half-ounce 

0 

4 

0 

Two-ounce  Male  Syringe,  with  a 

spare  pipe  in  the  handle. . . .each 

0 

2 

(i 

Four-ounce  Bone  Clyster  Syringe. 

0 

5 

()• 

Nesbitt’s  Clyster  Pipes.. per  gross 

1 

4 

0 

Long  or  large  Clyster  Pipes 

0 

18 

0 

Sorted  ditto 

0 

11 

0 

Ditto,  of  box-wood 

0 

12 

0 

Horse  Clyster  Pipes per  doz. 

2 

2 

0 

B 3 
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£.  s.  <1. 


TRUSSES,  BdNDAGES,  &c. 


Common  Trusses, 

warranted 

superior  springs 

2 

IS 

0 

Ditto,  covered  with  calf  or  morocco 

each 

0 

5 

6 

Double  ditto 

0 

10 

6 

Umbilical  ditto,  various. 

1 

5 

0 

Truss,  on  Salmon  & Ody’s  expired 

patent  principle,  of 

the  best 

quality 

0 

8 

0 

Do.  double,  on  the  same  construction 

0 

16 

0 

Umbilical  ditto,  on  ditto 

0 

17 

0 

Suspensory  Belts,  jean. . 

. .per  doz. 

1 

10 

0 

Ditto  Cotton  Net  Bag. . . 

1 

16 

0 

Ditto  Silk  Net  Baer 

2 

8 

0 

Riding  Belts each,  Ss.  to 

1 

0 

0 

Common  Boilers 

0 

12 

0 

Eighteen-tail  Bandages  . 

0 

3 

0 

T Bandages 

0 

2 

0 

Bradsor’s  ditto,  for 

fractured 

Clavicle 

0 

12 

0 

B<andage,  for  fractured  Patella.*... 

0 

12 

0 

Laced  Stockings* 

0 

IS 

0 

* The  measure  for  a laced  stocking  should  be  taken 
in  six  different  Places,  viz,  n'lund  the  toes,  the  instep, 
including  the  heel,  the  small  of  the  ancle,  nnder  the 
calf  and  above  the  calf,  and  round  the  calf,  in  inches, 
and  for  which  leg  mentioned;  and  also  the  length  from 
the  sole  to  tlie  Itottoin  of  the  knee. 
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£. 

. s. 

(1. 

I.aced  Stocking  with  a knee-piece. 

1 

2 

0 

Knee-piece,  separate 

0 

8 

0 

Laced  Thigh-piece 

0 

12 

0 

Ditto  Ancle-piece 

0 

8 

0 

Leg  1 rons,  common,  various . IBs.  to 

1 

10 

0 

Back  Board 12s.  to 

2 

0 

0 

SFZ.XNTS,  FRACTURE,  AND 
DISLOCATION  APPARATUS,  &.C. 


Apparatus  ofMr.  Amesbury,  for  his 
improved  method  of  treating  frac- 
tures and  dislocations  ofthe  lower 
extremities,  splints  complete .... 

Common  lined  splints per  set 

Ditto,  small 

Pott’s  hollow  ditto 

Cline’s  Leg  Splints,  three  pair  right 

and  three  pair  left 

Ditto,  single  pair 

■\rm  Splints,  Straps,  and  Buckles, 
3 sizes,  and  3 of  each  size  to  the 

set 

Ditto,  thigh  ditto 

Long  Splints  to  reach  from  the  foot 


to  the  armpit,  G pairs per  set 

Sharpe’s  japanned  Leg  ditto,  paper, 

6 pair ditto 

Ditto,  Iron.  ditto 

Ditto,  for  the  arm 


Set  of  improved  Straight  Splints, 
made  of  cane  covered  with  cloth, 
B pairs 


3 10  0 
0 5 (i 
0 3 G 
0 7 0 

r 10  p 

0 5 6 


0 10  0 

0 15  0 

3 3 0 

2 2 0 

1 15  0 
0 10  0 


0 12  0 
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Brass  Pulleys  for  Dislocations 

Ditto,  compound 

Straps  and  Bandages  for  ditto, 

complete 

Martin’s  Whalebone  Leg  Splints, 

per  Set  of  3 pairs 

Ditto  Thigh  ditto,  per  set  of  9 

splints 

Ditto  Arm  ditto ditto  ditto 

Improved  Fracture  Cradle,  as  used 
at  Guy’s  and  St.  Thomas’s 

Hospitals 

Common  ditto 

Arm  Sling 

Improved  do.,  with  velvet  Cushion 

Common  wooden  leg 

Do.,  for  above  the  knee,  complete. 

Common  Crutches per  pair 

Mahogany  ditto 


£.  s.  d. 
10  0 
1 6 0 

1 15  0 
1 11  6 

2 5 0 
I 15  0 


1 16  0 
0 10  6 
0 10  6 
0 18  0 
14  0 
1 10  0 

0 4 6 

1 0 0 


BOUGIES  AND  CATHETBHS. 


Black  Bougies,  assorted  sizes,  per 


Gross 

Ditto,  large  sizes 

Ditto,  white 

Bectum  Bougies  per  doz. 

CEsophagus  Bougies,  Wax 


Wax  Bougies,  armed  with  Caustic. 

Silver  Catheters each 

12s. — 10s. — Ss.  and 


0 16  0 

0 IS  0 

1 4 0 
0 14  0 
0 IS  0 
0 9 0 
0 7 0 

0 6 6 
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£.  s.  (1. 


Silver  Catheters,  Fencale, . . . . each 

12s. — 10s. — 8s.  and 0 6 0 

Ditto,  sliding,  to  adapt  it  to  a 

pocket-case 0 7 0 

Ditto,  double  (Dr.  Clarke’s) 0 9 0 

Flexible  Metallic  Bougies,  per  doz.  1 4<  0 

Metallic  Catheters,  stiff,  curved,  or 

flexible,  each 0 4 C 

Female  ditto 0 3 fi 

Elastic  Catheters 1 16  0 

Ditto,  with  flexible  Stilettes 2 2 0 

Do.,  lined  with  metal,  for  wearing 


Young’s  curved  Metallic  Bougies, 

per  set  of  1 doz 1 10  0 

Elastic  Gum  Bougies  (superior) 

per  doz 1 0 0 

Do.,  with  Webs,  same  as  Catheters 

each 0 2 6 

Ditto,  Rectum  Bougies ditto  0 4 6 

Hollow  ditto  for  injecting  fluids 

above  a stricture 0 4 6 

Ditto  Oesophagus  Bougies 0 7 0 

Ditto  oesophagus  Tube 0 7 0 

Improved  Tapes  for  Setons,  of 

clastic  gums,  per  dozen 0 9 0 

Fish-skin  Case  for  a set  of  three 

Catheters 0 4 C 

Bell’s  Silver  Sounds,  6 sizes  from 

.5s.  each  to 0 8 0 

Silver  Catheters,  for  enlarged 


Prostate iGs.  to  1 0 0 
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£.  s.  d. 

VETEB.Xia'AB.T. 

Set  of  Pocket  Instruments  for  a 
Veterinary  Surgeon,  consisting 
of  12  Instruments,  in  buffalo 
horn,  clasp  handles,  viz. 

Fleme,  -with  patent  back 0 5 6 

Rowelling  Bistoury 0 5 6 

Curved  Bistoury 0 5 6 

Scalpel 0 3 6 

Nicking  Knife 0 3 6 

Seton  Needle 0 3 6 

Director 0 16 

Abscess  Lancet 0 2 0 

Bleeding  Lancet 0 2 6 

Two  Probes 0 4 0 

Forceps 0 2 6 

Hook  and  Tenaculum 0 3 6 

Russia  Leather  Case,  with  silver 

lock 0 11  6 


£2  12  6 


Improved  Veterinary  Needles,  per 

doz 0 4 0 

Fleme,  in  brass  handle 0 5 6 

Ditto,  with  two  blades 0 3 9 

Ditto,  with  three  blades,  or  two 

blades  aud  one  lancet 0 5 0 

Newly-invented  Spring  Fleme,  in 
^ fish  skin  case,  with  spare  blade  .13  0 
Castrating  Clams 0 IS  0 


£.  s.  d. 

Docking  Macliinc I 0 0 

Drawing  Knife 0 I G 

Clyster  Syringe,  one  quart 0 l‘i  0 

Ditto,  three  pints 0 18  0 

Ditto,  two  quarts 14  0 

Two-ounce  long  tube  Syringe. .. . 0 2 0 

One-ounce  ditto 0 1 0 

llard-wood  Clyster  Pipe 0 4 G 

Portable  set  of  Firing  Irons,  to 

screw  into  one  handle 1 0 0 

Ditto,  in  separate  handles,  each 

2s.  6d.  and 0 3 0 

Whalebone  Probes  9d.  Is.  and. .. . 0 16 

Rowelling  Scissors 0 3 G 

Drenching  Horns,  per  doz.  12s.  and  0 16  0 

Blood  Sticks each  0 10 

Tail  and  Mane  Scissors 2s.  and  0 2 G 

Plaster  and  Oinfmenl  Spal.nlas,  Pallet 
Knives,  Sfc.  which  see  under  their  respective 
Heads. 

niZSCEI.I.A.NEO'tTS. 

Bleeding  I.ancets,  warranted  per 

doz 1 I 0 

Ditto,  in  pearl  scales each  0 3 0 

Inoculation  ditto,  in  shell 0 2 G 

Apparatus  for  restoring  suspended 
Animation,  complete,  in  maho- 
gany case  4 0 0 

Newly-invented  Aneurism  Needle, 
for  tying  the  deeply-seated 
Arteries I 0 0 
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£.  ».  d. 

Medical  Spoon 3s.  and  0 3 6 

Machell’s  Annular  Saw,  for  re- 
moving a portion  of  the  Tibia .. . 4 10  0 

Acupuncturation  Needles,  with 

screw  caps,  each 0 1 3 

Dilator  for  the  Rectum 0 IS  0 

Large  Trocar  for  Paracentesis, 

with  silver  Canula 0 8 0 

Small  ditto 0 7 0 

Ditto  for  Hydrocele 0 6 0 

Pouteau’s  curved  Trocar,  for 
puncturing  the  Bladder,  per 

Rectum  0 11  0 

Trocar,  for  puncturing  the  Bladder 

above  the  pubes 0 12  0 

Polypus  Forceps 0 5 0 

Forceps  for  Hare  Lip 0 5 0 

Silver  Pin,  for  ditto 0 1 6 

Throat  Forceps 0 5 6 

Aneurism  Needle  in  ebony 0 3 0 

Ditto  in  ivory 0 3 6 

Cooper’s  Knife,  for  Bubonocele.  0 3 0 

Ditto,  in  ivory  handle 0 3 6 

Steel  Probes,  for  Gun-shot  wounds  0 I 6 

Speculum  Oris 0 10  6 

Case  of  Instruments  for  the  Nails 

and  Corns ] 0 0 

Oiled  Silk,  for  covering  dressings. 

per  yard . 0 12  0 

Probang,  with  Sponge  Ball 0 1 0 

Spring  e.\tracting  Probang 0 3 0 

Double  Canula  and  VVin;  for 
Polypus  in  Ulero 0 14  0 
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Lacnnec’s  Stethescope . ,4s.  5s.  and 

Jugum  Penis 

Ear  Piercer  

Tonsil  Scissors 

Madge’s  Inhaler,  improved  

Pewter  Bed  Pans,  full  size 

Ditto small  size 

Pewter  Urinal 

Ditto  Spitting  Pot 

Ditto,  Bleeding  Basin,  graduated, 

16-oz 

Ditto  8-oz. 

Ditto,  White  Ware,  graduated, 

16-oz 

Ditto 24-oz. 

Ivory  Points,  for  Vaccinating,  per 

thousand 

Improved  Stove,  for  Mercurial 


Fumigations 

Steel  Corn  Rasps per  doz. 

Ivory  Rings,  for  Children’s  Gums, 

ditto  

Bone  ditto  ditto 


Sondadard,  used  for  the  high 

operation  of  Lithotomy 

C'atheter,  with  silver  mount  for  ditto 

Elastic  Garter  for  ditto 

Corn  Rasps per  doz. 


£.  s.  d. 
0 6 6 
0 4 0 
0 2 6 
0 4 0 
0 8 0 
0 110 
0 9 6 
0 3 6 
0 3 0 

0 1 9 

0 1 3 

0 1 6 
0 2 2 

1 6 0 

1 2 0 
1 0 0 

0 18  0 
0 4 0 

14  0 
0 7 6 
0 4 6 


XiAMCET  CASES,  POCKET  POUCHES, 

&C. 

Silver  Lancet  Case,  for  six  Lancets, 
plain  


c 


1 1 0 
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Silver  Lancet  ('ase,  for  four 

Lancets,  plain 0 IS  0 

Ditto,  for  tl\rce 0 16  0 

Ditto,  for  two 0 14  0 

Ditto,  for  four,  richly  chased  1 7 tl 

Ditto,  for  three,  ditto 1 5 0 

Ditto,  for  two,  ditto  I 1 0 

Ditto,  for  four,  elegantly  eugrared  1 1 0 

Ditto,  for  three,  ditto 1 4 0 

Ditto,  for  two,  ditto  0 19  0 

Tortoiseshell  ditto,  with  two  silver 

swages,  for  six  lancets 0 12  0 

Ditto,  for  four 0 10  6 

Ditto,  for  two  0 10  0 

Ditto,  ditto,  with  one  silver  swage, 

for  six  lancets  0 S fi 

Ditto,  for  four 0 6 6 

Tortoiseshell  Lancet  Case,  with  one 
silver  swage,  for  two  lancets. . . 0 6 0 

Green  Erse-skin  ditto,  with  two 
silver  swages,  for  six  lancets  ..  0 10  6 

Ditto,  for  four 0 9 0 

Ditto,  for  two 0 S 6 

Ditto,  with  one  silver  swage,  for 

six  lancets 0 6 0 

Ditto,  for  four 0 4 6 

Ditto,  for  two 0 4 6 

Lancet  Cases  in  Russia  & .'Moroeco. 
per  doz,  3s.  6d.,  7s.,  9s.  fid.. 


Ditto,  for  four,  of  Black  Fish  .‘'kin. 

or  six,  each 0 2 0 

Ditto,  for  two 0 1 9 
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£.  s.  d. 


Russia  or  Morocco  Pocket-Case, 
for  twelve  Instruments,  with 

silver  lock 0 12  0 

Ditto,  for  nine 0 10  0 

Ditto,  for  seven  0 7 6 

Portable  Case,  for  twelve  Instru- 
ments   0 10  6 

Ditto,  for  nine 0 7 6 

Pouch  for  Tooth  Instruments,  3s. 

6d.  and  0 2 6 

Case  for  ditto,  more  complete  ... . 056 


JV.  B.  Particular  attention  is  paid  to 
Repairs  and  Grinding. 

MACHIME-SFREAD  AND  CALICO 
PLASTERS. 

Spread  by  Steam  Machine,  on  an  improved 
principle,  by  It.  IV.  ; 15J  inches  wide. 

Adhesive  Plaster,  on  fine  Irish,  per 

yard 0 1 3 

Ditto,  on  fine  Calico,  ditto 0 10 

Emp.  Simplex,  on  fine  Irish  Linen, 

ditto  0 1 3 

Emp.  Sapoiiis,  on  Calico ditto  0 16 

Emp.  Serat.  Saponis ditto  0 1 10 

Emp.  Robcrans,  on  Calico. . .ditto  0 1 2 

Enift.  Adhesive,  on  black  Calico, 

ditto  0 1 0 

ISSUE  PLASTERS  AND  PEAS. 

Issue  Plasters,  Sandwell  and  Bow- 
den’s (stamps  included)  per  doz.  0 
c 2 


6 0 
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£.  s.  <1. 

Issue  Plasters,  Sandwell  and 

Bowden’s,  unslatuped.  per  dozen  0 4-  6 
Loose  Issue  Plasters,  per  thousand  0 5 0 

Turned  Orange  Peas  ditto  0 7 0 

Turned  Orris per  hundred  0 2 6 

Green  Oil  Cloth  per  yard  0 2 10 


COURT  PLASTER  AND  GOLD'BEATER 
SKIN. 


Large  Court  Plaster  ....per  gross 


Small  ditto  ditto 

Large  Court  Plaster,  in  elegantly 

embossed  labels per  gross 

Ditto,  middle  ditto 

Ditto,  small ditto 

Court  Plaster,  on  black  silk,  per  yd. 
Large  ditto,  embossed  wrappers, 

per  gross 

Small  ditto,  in  ditto  ditto 


No.  1 
2 

3 

4 


LINT. 

per  lb. 

ditto 

ditto 

ditto 


1 8 

0 U 

2 2 

1 4 
0 IS 

0 7 

2 0 

1 4 


0 3 
0 3 
0 4 
0 4 


0 

0 

0 

0 

0 

0 

0 

0 


0 

6 

0 

6 


PILL  MACHINES  AND  POWDER 
FOLDERS. 

Double,  to  cut  two  sizes,  for  24 


pills  each  2 10  0 

Ditto,  with  marble  slab 2 IS  0 

PowderPolders,  brass  & lacquered, 
each  0 11  0 
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£.  s.  cl. 

Single,  for  36  pills,  ■with  rollers  ..  2 2 0 


Ditto,  for  24  pills. ..  .ditto  1 10  0 

Ditto,  with  marble  slab 1 IS  0 

Ditto,  for  18  pills,  without  rollers.  14  0 

Ditto,  for  12  pills  0 18  0 

OX. ASS  GRADUATED  MEASURES, 

Drop  each  0 I 9 

One-ounce ditto  0 19 

1'wo-onnce  ditto  0 2 0 

Three-ounce  ditto  0 2 6 

Four-ounce  ditto  0 3 0 

Six-ounce ditto  0 3 9 

Eight-ounce  ditto  0 4 0 

Sixteen-ounce ditto  0 5 0 


SCAEES  AND  WEIGHTS, 

OF  THE  BEST  LONDON  M AN  C FACTURK . 


Apothecaries’  Grain  Scales,  in 

wainscot  boxes per  dozen 

Ditto,  in  mahogany  bo.xes,  each  5s. 

and  

Ditto,  ditto,  with  best  box-end 

beams 

Ditto,  larger  size 

Ditto,  ditto,  with  common  beam, 

and  glass  or  ivory  pans 

Ditto,  with  neater  beam 

Ditto,  with  best  box-end  beam  ... 
Ditto,  with  silver  pans  and  common 

beams  

c 3 


2 4 0 

0 5 6 

0 16  6 
0 18  0 

0 11  6 
0 16  0 

1 5 6 

I 8 0 
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df.  S.  (I. 

Apothecaries’  Grain  Scales,  with 
silver  pans  and  best  box-end 

beams  1 18  0 

Ditto,  box  ends  attached  to  a brass 

pillar  and  mahogany  box 1 10  0 

Ditto,  for  weighing  larger  quanti- 
ties, two  sizes  larger 3 3 0 

Best  Hand  Scales,  with  Copper 
Pans  : 

inch  pans 0 o 0 

4 inch  ditto 0 5 6 

inch  ditto 0 6 0 

5 inch  ditto 0 7 0 

54  inch  ditto 0 8 0 

6 inch  ditto 0 9 0 

64  inch  ditto Oil  0 

7 inch  ditto 0 13  0 

7J  inch  ditto 0 16  0 

8 inch  ditto 0 19  0 

84  inch  ditto 1 5 0 

Imperial  Flat  Brass  Weights,  Hall- 
marked, 1 -lb.  down,  per  set  ....  0 6 6 

Ditto,  2-lb.  down 0 10  6 

Troy  Cup  Weights,  32-oz.  per  set  0 10  0 

Ditto 64-oz 0 17  0 

Decimal  Weights,  for  Philosophical 

Purposes,  per  box 0 14  0 

Apothecaries’  Drachm  and  Grain 

Weights  per  dozen  sets  0 8 0 

Ditto  Drachm  Weights,  per  single 

set  0 0 7 

Ditto  Grain  Weights 0 0 3 
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£.  s.  d. 


CAST-IRON  mORTARS  & PESTLES. 

TINNED  INSIDE,  BELL-SHAPED. 


\o.  1 . .4  inches. 

. J pint.  . . 

. .each 

0 

2 

2 

2.  .4^  ditto 

. ditto. . . 

0 

2 

9 

3 • .5  ditto  . 

. 1 ditto. . . 

0 

3 

3 

4.  .54  ditto  , 

. . 1 ditto. . . 

0 

4 

0 

5.  .0  ditto  . 

.2  ditto. . . 

0 

5 

0 

6.  .6§  ditto  . 

,3  ditto. . . 

0 

0 

0 

7.  .7  ditto  . 

.4  ditto . . . 

0 

7 

0 

8.  .8  ditto  . 

.5  ditto. . . 

0 

9 

0 

9.  .9  ditto  , 

.3  quarts  . 

. .ditto 

0 

12 

0 

10. 10  ditto  . 

. .4  ditto. . . 

0 

13 

0 

1 1 . 1 1 ditto  . 

, .6  ditto. . . 

0 

19 

0 

12. 12  ditto 

. .0  ditto. . . 

. .ditto 

1 

4 

0 

CAST-IRON  mORTARS  & PESTLES. 

BASIN-SHAPED. 

No.  1 inches  over  outside  0 2 0 

2  5 ditto 0 4 3 

3  0^  ditto 0 5 G 

4  7i  ditto 0 6 6 

CLASS  MORTARS  &.  FUNNELS. 

(! lass  Mortars  and  Pestle.s — per  lb.  0 2 9 
Quart  Glass  Funnel each  0 2 0 

PALETTE  OR,  BOLUS  KNIVES, 
SHOP  SCISSORS,  &c. 

OF  A SUPEItlOk  TEMPER. 

Four-inch  Hlades per  doz.  0 0 0 

Five-inch  ditto  ditto  0 8 0 
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Six-inch  blades... 

£. 

0 

s. 

10 

d. 

0 

Seven-inch  (litto  . . 

0 

14 

0 

Eight-inch  ditto  . . 

0 

16 

0 

Nine-inch  ditto  .. 

1 

1 

0 

Ten-inch  ditto  . . . . 

1 

6 

0 

Eleven-inch  ditto 

1 

14 

0 

Twelve-inch  ditto 

2 

2 

0 

Ivory  Bolus  Knife 

0 

2 

0 

Bone  Bolus  Knife, 

per  doz.  6s.  to 

0 

10 

0 

Strong  Shop  Cutting  Knives,  each 
Is.  and  

0 

2 

0 

Shop  Scissors  . .14d.  16d.  18d.  and 

0 

1 

9 

IIKIFROV&D  FXiASTER  SPATULR^. 


No.  1 . .Small,  for  Medicine  Chests, 


per  dozen 

0 

11 

0 

2.  .21  inches  long  in  the  blade. 

ditto  

0 

14 

0 

3.  .34  ditto  

.ditto 

0 

18 

0 

4.. 4 ditto  

ditto 

1 

2 

0 

6.  .44  ditto  

ditto 

1 

6 

0 

6.. 5|  ditto  

ditto 

1 

10 

0 

Spatulas  for  taking  Ointment 

from 

"lars,  sniall 10  inches  long 

0 

1 

2 

Ditto,  middle  size  ..  13  ditto 

.... 

0 

1 

4 

Ditto,  large  size  ..16  ditto....  0 16 
Ditto,  •with  hard-wood  handle^ 
sniall  size,  12  inches  long, 

including  handle 0 I 6 

Ditto,  middle  size,  1.3  inches  long.  0 1 9 
Ditto,  large  size,  11  ditto  ....  0 ‘2  0 
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FAFEB  FILZi  BOXES. 

Large  Paper  Pill  Boxes,  pink 

inside,  nested  per  gross  0 7 

Small  Paper  ditto  ditto  0 5 

Large  Paper  ditto,  white  inside,  do.  0 6 

Small  Paper  Pill  Boxes,  white 

inside per  gross  0 5 

Soda  Powder  Boxes ditto  0 18 

Seidlitz  Ginger  Beer  Boxes,  do.  1 4 
Two-ounce  Paper  Pill  Boxes,  single  0 6 

One-ounce  ditto ditto  0 3 

Half-ounce  ditto ditto  0 2 

Two-drachm  ditto ditto  0 1 

One-drachm  ditto  ditto  0 1 

Half-drachm  ditto  ditto  0 1 

Oval  Paper  Lozenge  Boxes,  per 

gross 0 12 

Square  ditto per  gross  0 16 

Pastille  Boxes,  with  embossed 

Labels  ditto  0 18 

Marble  Shoulder,  nested  ....ditto  0 10 
Green  nested  ....ditto  0 1-1 

CHIF  BOXES. 

OF  THE  BEST  LONDON  MANUFACTURE. 

Large,  or  2-ounce  Pill  Boxes, 

nested  per  gross  0 7 

Small,  or  1-ounce  ditto ditto  0 6 

Lozenge  Boxes 3s.  6d.  5s.  and  0 5 


0 

3 

0 

0 

0 

0 

9 

4, 

6 

6 

4 

2 

0 

0 

0 

6 

6 

0 

0 

G 
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£. 

d. 

Scot’s  Pill  Boxes 

0 

3 

0 

Salt  of  Lemon  Boxes  . . 

0 

2 

6 

Two-ounce  single  Pill  Boxes  ditto 

0 

3 

6 

One-ounce  ditto 

0 

3 

0 

Half-ounce  ditto 

0 

2 

0 

Two-drachm  ditto 

0 

1 

6 

One-drachm  ditto 

0 

1 

0 

Dutch,  large  nested. ... 

0 

6 

0 

Ditto,  small  ditto 

0 

5 

0 

CB.ADUil.TED  BEEEDING  BASINS. 

Sixteen-ounce 

0 

1 

6 

Twenty-four  ditto 

0 

0 

2 

HAB.TSHOB.N 

AND  BONE 

SHAVINGS,  &.C. 

Hartshorn  Shavings,  genuine,  per  lb 

0 

1 

s 

Bone  ditto 

0 

1 

0 

Extra  large  ditto,  for  show  glasses 

0 

1 

s 

Lignum  Vita  Dust  .... 

0 

10 

6 

Bone  ditto 

0 

12 

0 

Ivory  ditto 

2 

16 

0 

TOOTH-POWDER,  L1P-SAI.VE, 
PX.AXKT  TURNED  BOXES,  &c. 

Small,  or  6d.  size  Tooth-Powder 
Boxes,  elegantly  varnished  and 

labelled per  gross  0 IS  0 

Ditto,  plain ditto  0 14  0 

Middle,  or  Is.  sized  Tooth-Powder 
Boxes,  vaniished  and  labelled 

per  gross  1 4 0 

Ditto,  plain ditto  0 16  0 


I 
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Largest,  or  Is.  6d.  sized  Tooth- 
Powder  Boxes,  varnished  and 


labelled 

1 

10 

0 

■Ditto,  plain 

1 

1 

0 

Tooth-Powder  Boxes 

with  lids  to 

Screw,  middle  size. . 

. . per  doz. 

0 

2 

6 

Ditto,  large  size 

0 

3 

0 

Lip-Salve  Boxes,  varnished  and 

labelled,  large 

0 

1 

6 

Ditto,  small 

0 

1 

4 

Ditto,  plain 

0 

12 

0 

iS'aples  Soap  Boxes, 

with  pots 

0 

4 

0 

Ditto,  small 

0 

3 

6 

Plain  nested  turned  Boxes 

2 

2 

0 

Single  ditto,  .ditto. 

No.  1 ditto 

0 

7 

6 

Ditto,  .ditto,  .ditto. 

2 ditto 

0 

9 

6 

Ditto,  .ditto,  .ditto. 

3 ditto 

0 

11 

6 

Ditto,  .ditto  • .ditto. 

4 ditto 

0 

13 

6 

Varnished  ditto  ditto. 

1 ditto 

0 

• 8 

6 

Ditto . .ditto . .ditto. 

2 ditto 

0 

10 

6 

Plain  nested  turned  Boxes,  No.  3 

0 

14 

0 

Ditto. . . .ditto , . .ditto. 

No.  4 ditto 

0 

17 

0 

Rouge  Boxes 

0 

2 

0 

F/ip-Salve  Boxes,  with 

cups  . .ditto 

0 

3 

0 

Bone  do.  varnislied  & labelled  ,do.‘ 

0 

3 

0 

Ditto,  plain 

0 

2 

9 

Plate  Powder  Boxes,  varnished 
and  labelled,  with  directions, 
per  gross  1 1.  0 
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s.  d. 

Wood  Boxes  turned  lo  any  pattern. 
TWINE  BOXES  TURNED. 

One  lb.  size each  0 6 0 

Half-lb.  ditto ditto  0 3 6 

Quartcr-lb.  ditto ditto  0 2 6 


F INIS. 


Ikllaniy,  Friiilcr,  Bridge-house  Place. 
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Ditto  ditto  (Elastic  Qum) 16 

Court  Piaster  and  Goldbeaters’  skin...,  28 

Cupping  13 

Dissecting  4 

Eye  Instruments  10 

Funnels  31 

Glass  Measures 29 

Hartshorn  and  Bone  Sliavings 34 

Lithotomy  ,5 

Midwifery  6 

Misc  llaneous 23 

Mortars  and  Pestles  (cast  iron) 31 

Ditto  (glass) 31 

Palet'e  Knives.  Sci-^sors,  &c  31 

Pill  Machine  and  Powder  Folders 3 

Ditto  Boxes  (paper)  33 

Ditto  (chip)  33  . 

Plasters.  Machine  Spread  and  Calico  ..  27 

Pocket  Instriimeiits  11 

Scales  and  Weights  29 

Spatulas 32 

•S[)|inls,  fracture  and  dislocation  apparatus  19 

Syringes  (brass)  14, 

Ditto  (pewter)  15 

Ditto  (bone)  17 

’J'ooth  Insliuinents 8 

Ditto  Powder  and  Lip-Salve  Boxes  ..  34 

Trephining 9 

Trusses,  Bandages,  &c 18 

Twine  Boxes  36 

Veterinary  Instruments  22 
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